This is a practical description of how replacement valves are assessed using echocardiography. Normal transthoracic appearances including normal variants are described. The problem of differentiating normal function, patient-prosthesis mismatch and pathological obstruction in aortic replacement valves with high gradients is discussed. Obstruction and abnormal regurgitation is described for valves in the aortic, mitral and right-sided positions and when to use echocardiography in suspected infective endocarditis. The roles of transoesophageal and stress echocardiography are described and finally when other imaging techniques may be useful.
Introduction
First of all some explanations: 'replacement' is used in place of 'prosthetic', which implies being made of artificial materials and does not adequately describe homografts, stentless valves or even stented biological valves; all manufactured valves consist of a sewing ring around a housing (for mechanical valves) or stents (for stented biological valves); inside the housing or stents are the cusps of the biological valve or the 'occluder' of the mechanical valve which is the disc, leaflet or ball that closes the orifice; mechanical valves are made of pyrolytic carbon and are not 'metal'.
Replacement heart valves are one of the hardest subjects for echocardiography. Almost all are obstructive compared with a normal native valve and it may be difficult to differentiate normal from pathological obstruction. Minor regurgitation through the valve is usually normal and the pattern differs between the types of valve. The mechanical parts make imaging hard because of artefact and also the effects of shielding.
New recommendations have just been published (1) and this review incorporates these in describing a practical approach to assessing replacement heart valves.
Types of replacement valve
Replacement valves are either biological or mechanical. The most frequently implanted biological types are those made from animal tissue, 'xenografts' (Fig. 1A and B) (2) , usually made from pig aortic valves or bovine pericardium. Stentless xenograft valves were introduced in the hope of improving haemodynamic function, durability and complications (Fig. 1C) . They are less frequently implanted now but still require echocardiography. Homografts ('allografts') are stentless human valves and do not require anticoagulation. If harvested soon after death and preserved carefully they can have long durability even in younger subjects although, when they fail, calcification affects the aorta as well as the cusps making a conventional redo procedure hard. Because they have no artificial parts, they resist infection and can be useful for patients with infective endocarditis. The Ross procedure involves autotransplanting the patient's pulmonary valve to the aortic position and replacing it with a homograft. This means that a living valve is in the aortic position while a preserved valve is in the lower-pressure right side. It has good durability, may grow in children and is less likely to become infected than a xenograft.
The most frequently implanted mechanical valve now is the bileaflet mechanical valve ( Fig. 1D and E) , but tilting disc valves are still used (Fig. 1F ) and caged-ball valves will still require echocardiography. An important new class of valve is the transcatheter valve (TAVI). There are many available or in production but the most commonly implanted are the Edwards SAPIEN (Fig. 1G ) and the Medtronic CoreValve (Fig. 1H ). These are almost exclusively for use in aortic stenosis but some types of transcatheter device (e.g. Jena) can be implanted in native aortic regurgitation. Increasingly transcatheter valves are being used inside failed stented aortic and mitral replacement valves.
Echocardiography is the mainstay for the assessment of replacement valves and is indicated (Table 1) immediately after surgery to confirm normal function and establish a haemodynamic 'fingerprint' for the individual valve. Routine studies after this are not indicated for mechanical valves since their risk of primary failure is effectively zero, but should be performed for older biological valves (Table 1) . The American Heart Association currently recommends routine annual follow-up beyond 10 years after replacement (3) while the European Society of Cardiology recommends 5 years (4). In general, the failure rate at 10 years is 20% for xenograft valves in the aortic position and 40% for those in the mitral position (5) . However the failure rate is dependent on a number of factors including valve design, age at implantation, patient-prosthesis mismatch, systemic hypertension and diabetes (6, 7) . For these reasons, the frequency of follow-up may need to be individualised according to the design of the valve, the age at implantation and the position of the valve (8) .
In patients with abnormal symptoms or signs, echocardiography has to differentiate replacement valve dysfunction from left ventricular (LV) or right ventricular (RV) dysfunction, dysfunction of other valves or 
Replacement valves in the aortic position

Normal appearance
Rocking of the replacement valve implies that there is a large paraprosthetic leak. The cusps of a biological valve should be thin and open fully. In a parasternal long-axis view, the tips of the leaflets of a bileaflet mechanical valve will be seen beyond the housing in systole if the valve is placed horizontally. On M-mode, mechanical leaflets often flutter slightly. A tilting disc or ball may appear as an indistinct mass in a parasternal long-axis view and may be difficult to tell apart; the cage of a caged-ball valve is usually better seen in an apical long-axis view. In all types of valves colour should fill the orifice in all planes during systole. Normal physiological regurgitation through the valve occurs in all mechanical valves and, depending on the design, can occur during closing or after closure or throughout diastole (Fig. 2) . Trivial or mild regurgitation across the valve occurs in about 10% of normal biological valves. To establish whether the regurgitation is normal or pathological it is necessary to determine its origin and grade and whether there is thickening of the cusps. Mild regurgitation through a biological valve associated with a thickened cusp is an early sign of primary failure especially if either the regurgitation or thickening increases on serial studies. Localising its origin as either paraprosthetic or through the valve can only be certain if the base or neck of the jet can be imaged in relation to the sewing ring. The site of a paraprosthetic aortic jet can be described on the sewing ring as a clock face in the parasternal short-axis view.
Steerable continuous wave Doppler (CW) from the apex is sufficient if the patient is well and the valve is clearly normal but, if there is doubt, the stand-alone probe should be used in at least two windows as for native aortic stenosis. Valve opening and closing artefacts ('clicks') are normal and bileaflet mechanical valves commonly flutter causing multiple perturbations of the spectral display (Fig. 3) . It is important to exclude these artefacts from measurements. It is also important not to position the pulsed sample too close to the replacement valve which results in an artefactually high effective orifice area (EOA). The minimum dataset is peak velocity, mean gradient and EOA using the continuity equation. High velocities are a common dilemma. The challenge is to differentiate normal from patient-prosthesis mismatch (see 'Patient-prosthesis mismatch' section) from pathological obstruction (see 'Is there evidence of obstruction?' section).
Patient-prosthesis mismatch
This means that the valve is functioning normally but is too small for the patient.
All xenografts have at least mild patient-prosthesis mismatch because the sewing ring and other valve parts occupy the space normally taken up by blood flow. It does not cause significant problems unless it is severe. Significant patient-prosthesis mismatch is defined echocardiographically by: Severe patient-prosthesis mismatch is associated with a greatly increased early surgical mortality if the LV ejection fraction is <40% (9). In the long term it is associated with an increased risk of events, of slower regression of LV hypertrophy and accelerated valve failure (10) . In practical terms it becomes a problem if the patient is symptomatic, usually with breathlessness, and a decision then has to be made whether to offer redo surgery with a different less obstructive type of valve.
Is there evidence of obstruction?
The definitive signs of obstruction are thickened and immobile biological cusps or stuck mechanical occluder (Videos 1, 2 and Table 3 ). The disc or leaflets of an obstructed mechanical valve may be difficult to image parasternally, but may be seen more easily from the apical 5-chamber and long-axis views. TOE may show the leaflets or occluder but often fluoroscopy or CT scanning is more useful. CT may image pannus better than echocardiography (11) . Pannus is endothelial overgrowth developing late after implantation in around 0.5% p.a. depending on valve type and size (Fig. 4) . It forms a shelf over the sewing ring on the upstream side of the valve and may interfere with the opening or closing of a mechanical valve or may act as a nidus for thrombus formation. Echocardiography of replacement heart valves www.echorespract.com R39
A narrowed colour flow map complements the imaging but a comparison of peak velocity, mean gradient and effective orifice area by the continuity equation with normal values for type and size (see BSE app) and/ or with previous studies in the same patient (Table 3) is more useful. Obstruction is corroborated or suggested by a difference from these by approximately 25% from previous studies as an arbitrary cut-point allowing for measurement error.
The phenomenon of pressure recovery may explain the occasional finding in a small bileaflet mechanical valve of a combination of normal leaflet opening and a peak velocity higher than the normal range. A bileaflet mechanical valve effectively has three individual orifices, one between the leaflets and the other two on either side between the leaflets and the housing. The maximum pressure drop may be lower in the central orifice and rapid pressure recovery occurs before blood leaves the valve. This phenomenon has been demonstrated in vitro and in one study in transoesophageal echocardiography in replacement valves in the mitral position (12) . It is probably possible to insonate unrecovered blood flow selectively on occasion in replacement aortic valves. This mechanism is difficult to prove but is the default explanation if all pathological processes have been excluded after finding a higher transaortic velocity than expected for the valve size and type. A separate pressure recovery occurs downstream in all replacement valves other than, for example, some pericardial bioprostheses that behave haemodynamically as funnels. This does not cause confusion since Doppler normal ranges are calculated using continuous wave Doppler recorded at the point of maximum pressure drop.
Severity of regurgitation
Normal regurgitation through a mechanical valve is usually low in momentum (relatively homogeneous colour) with an incomplete or very low intensity continuous wave signal. For larger jets, the same methods as for native regurgitation are used (13) . Assessing the height of a jet relative to LV outflow diameter may be difficult since paraprosthetic jets are often eccentric. The circumference of the sewing ring occupied by the aortic jet is another guide: mild (<10%), moderate (10-20%) and severe (>20%). This is less reliable if there are multiple jets. A hyperdynamic LV is a clue that there is severe prosthetic aortic (or mitral) regurgitation.
Transcatheter valves (TAVI)
The assessment of TAVI valves is similar to other designs of replacement valve (14) . There are two concerns. First, if the valve has a long stent then placing the pulsed sample volume too low in the LV outflow tract, in other words too close to the valve, can lead to an artefactually high effective orifice area. Secondly, there are often multiple paraprosthetic regurgitant jets and even a combination of jets through the valve as well as paraprosthetic jets. These can be difficult to quantify although, in general, the same modalities as for native aortic regurgitation are used. The width of the colour map in the LV outflow tract may not be reliable, but the pattern of flow reversal in the aortic arch should reflect the total regurgitant volume. A distinct continuous wave signal with a short pressure half-time may sometimes be revealing and indirect signs like a hyperdynamic LV may also be helpful. In theory, cardiac magnetic resonance (CMR) may be used for quantify regurgitation but this is rarely needed clinically. 
Replacement valves in the mitral position
Normal appearance
Biological cusps and mechanical leaflets are more easily imaged than replacement valves in the aortic position. Some appearances which are normal but can cause confusion are: bubbles in the LV (Video 3) which occur with all types of valve but especially bileaflet mechanical valves (caused by aggregations of red cells as a result of sheer stresses at the leaflet edge as it closes); retained loose chordae causing vegetation-like echos; the valve being sewn to a retained posterior leaflet allowing the valve to rock slightly despite there being no paraprosthetic regurgitation; fibrin strands attached to the valve (seen best on TOE). Colour mapping filling the orifice in all views during diastole is a useful corroboration of normal opening. 
Is there regurgitation?
On TTE normal transprosthetic regurgitation tends to be hidden by flow shielding so an easily seen jet is usually paraprosthetic. The intraventricular flow recruitment region of paraprosthetic regurgitation can usually be seen even when the intra-atrial jet is invisible. This allows the regurgitation to be localised. Severe paraprosthetic regurgitation may be obvious from: a large region of flow convergence within the LV; a broad neck; a hyperdynamic left ventricle; a dense continuous wave signal especially with early depressurisation (dagger shape).
If there is doubt, TOE is necessary to evaluate jet width, the size of the intra-atrial jet and pulmonary vein flow (looking for systolic flow reversal). The same criteria as for organic native mitral regurgitation (8) are used to grade prosthetic regurgitation. The length of the sewing ring occupied by a paraprosthetic jet and its maximum width shown on 3D TOE are needed to determine whether percutaneous closure is feasible (14) .
Is there evidence of obstruction?
Most information for the diagnosis of obstruction is found from imaging and colour flow mapping. Compare measured peak velocity and mean gradient with normal values (see BSE app). Pressure half-time does not reflect orifice area in normally-functioning prosthetic mitral valves and the Hatle orifice area formula is not valid. However the pressure half-time lengthens significantly when the valve becomes obstructed ( Table 4) .
The effective orifice area is not routinely calculated. However, if the patient remains breathless or the pulmonary artery pressure fails to normalise after surgery despite a normal or equivocal mean gradient, effective area can be calculated from the stroke volume in the LV outflow tract divided by the transmitral diastolic velocity integral.
Moderate patient-prosthesis mismatch is defined by an indexed effective orifice area of 0.91-1.2 cm 2 /m 2 and severe ≤0.9 cm 2 /m 2 . In people with a BMI ≥30 kg/m 2 , moderate is defined by a range 0.76-1.0 cm 2 /m 2 and severe is defined by a range ≤0.75 cm 2 /m 2 . A rise in pulmonary artery pressure can be a sign of prosthetic mitral valve obstruction.
Right-sided replacement valves
These are infrequently implanted and data available for calculating normal ranges are sparse leading to larger variability in the cut-points for abnormal function between guideline documents. Tricuspid regurgitation is usually treated with an annuloplasty ring but a replacement valve is implanted if there is organic involvement of the valve (e.g. rheumatic fever or carcinoid), if the valve is severely damaged (e.g. endocarditis) or if functional tricuspid regurgitation is caused by significant leaflet retraction.
Pulmonary stenosis is often treated percutaneously but replacement valves may be used to correct severe regurgitation after percutaneous dilatation of a stenotic valve e.g. in tetralogy of Fallot or to replace the harvested native pulmonary valve during a Ross procedure. Table 4 When to suspect significant obstruction of a replacement mitral valve (1).
• Thickening and reduced mobility of cusps or occlude • Narrowed colour inflow • Pressure half-time >200 ms with peak velocity ≥2.5 m/s • Change in measurements by >about 25% from previous study 
Tricuspid replacement valve
The modified parasternal long-axis view often gives excellent views of the tricuspid valve. Normal function is established by normal thickness and movement of the biological cusps or mechanical leaflets, the colour map filling the orifice in all views, no rocking of the valve (as a sign of dehiscence), and no extraneous masses (suggesting vegetations or thrombus). Regurgitation is graded as for native tricuspid valve regurgitation (15) . Severe regurgitation is suggested by a jet width >7 mm, holosystolic flow reversal in the hepatic vein and a hyperdynamic RV.
Thrombosis of right-sided mechanical replacements is more common than for left-sided valves (Video 4). The minimum dataset for assessing obstruction is peak velocity, mean gradient and pressure half-time (Table 5 ) (16, 17) . Because of respiratory variability, measurements should be made over 3-5 cycles even in sinus rhythm. Thrombolysis is the first-line treatment for thrombosis whatever the size of the thrombus in contradistinction to left-sided thrombosis.
Primary failure of a biological valve is usually obvious transthoracically. Confirming the cause of obstruction of a mechanical valve usually requires TOE. 
Pulmonary valve
Imaging the valve leaflets may be difficult and all views including subcostal should be used. Pulmonary regurgitation is graded as for native regurgitation (13) .
Obstruction is suggested by a serial change (Table 6 ) (1, 18) more reliably than a single measurement, and published normal ranges are derived from small populations. New or progressive RV dysfunction is a further indirect sign of valve pathology. Long-axis excursion and tissue Doppler systolic velocity are always reduced after any cardiac surgery.
Endocarditis
The most important consideration is not to perform the echocardiogram at all unless there is a reasonable clinical suspicion of endocarditis. If echocardiography is performed as part of a 'fever-screen' the yield is close to zero (19) but more importantly there is the real risk of over-interpreting the scan. Structures mistaken for vegetations include fibrin strands, stitches, chordal ends after mitral replacement surgery, side lobe artefact, and age-related thickening of the valve cusps. Structures mistaken for complications include normal transprosthetic regurgitation, mild paraprosthetic leaks, dropout, oedema or haematoma of the aortic root.
If echocardiography is indicated TTE may prove the diagnosis especially if the replacement valve is biological and therefore has less shielding than a mechanical valve. Views of valves in the tricuspid position may also be better on TTE than on TOE. However TOE is often necessary Table 5 When to suspect severe obstruction of a replacement tricuspid valve (1, 5, 6) .
Thickening and reduced mobility of cusps or occluder Narrowed colour inflow Dilated inferior vena cava or right atrium Peak velocity ≥1.6 m/s (in the absence of severe tricuspid regurgitation) Mean gradient ≥6 mmHg Pressure half-time >230 ms (unreliable because of respiratory variability) When is TOE or stress echocardiography indicated?
TTE and TOE are complementary and TOE is rarely used without initial TTE (Table 7) . Although TOE is usually necessary to image vegetations and posterior root abscesses, anterior root abscesses may be better seen transthoracically. TOE is essential in the presence of mitral replacement pathology (Video 5) and for determining the feasibility of percutaneous repair of a paraprosthetic mitral regurgitation (Fig. 5) . Stress echocardiography is never indicated routinely but should be considered in patients who are breathless despite a normal resting study (22) . The main aim is to detect myocardial ischaemia. It cannot differentiate patient-prosthesis mismatch from pathological obstruction and sufficient data do not exist to establish reliable cut-points. Based on studies in native valve disease, an increase in mean gradient by >20 mmHg in the aortic position or a mean gradient reaching >20 mmHg in a mitral replacement valve are suggested as thresholds for abnormal (22) . However the test is most easily interpreted when there is a large increase in gradient associated with breathlessness on dobutamine stress (1, 23) . 
When are other imaging modalities needed?
Echocardiography is the mainstay for assessing replacement heart valves. Fluoroscopy or CT may be used to image occluder motion and CT may be useful to show pannus (24) . Otherwise the use of other techniques remains largely in the research or anecdotal stage. CMR can help with flow assessment in mechanical replacement valves, both of the forward flow pattern and regurgitant flow location and quantification. This is especially so for paravalvar leaks (both in conventional and transcatheter replacement valves), which can be challenging to assess with echocardiography (11) . CMR is also useful for ventricular volumes and function if TTE images are suboptimal.
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